






Anatek Labs Inc

504 E Sprague Ave, Suite D

Spokane, WA 99202

Report Number:  P240124

Client Project ID:  [none]

Report Date:  February 21, 2024

Analytical Report

Analyte

Client Sample ID:  WEA0829-01

Amount

Detected
Extraction 

Date

Analysis 

Date

PAL Sample ID:  P240124-01

Matrix:  water Sample Date:  1/22/24

Notes

Limit of 

Quantitation

Received Date:  2/8/24

Method:  Modified EPA 549.2 (LC-MS/MS) H1

2/12/24 2/14/24 Paraquat ND 10 ug/L

Surrogate Recovery:  98 %

Surrogate Recovery Range:  60-140

(Ethyl Viologen used as Surrogate)

Analyte

Client Sample ID:  WEA0829-03

Amount

Detected
Extraction 

Date

Analysis 

Date

PAL Sample ID:  P240124-02

Matrix:  water Sample Date:  1/22/24

Notes

Limit of 

Quantitation

Received Date:  2/8/24

Method:  Modified EPA 549.2 (LC-MS/MS) H1

2/12/24 2/14/24 Paraquat ND 10 ug/L

Surrogate Recovery:  102 %

Surrogate Recovery Range:  60-140

(Ethyl Viologen used as Surrogate)

Analyte

Client Sample ID:  WEA0829-04

Amount

Detected
Extraction 

Date

Analysis 

Date

PAL Sample ID:  P240124-03

Matrix:  water Sample Date:  1/22/24

Notes

Limit of 

Quantitation

Received Date:  2/8/24

Method:  Modified EPA 549.2 (LC-MS/MS) H1

2/12/24 2/14/24 Paraquat ND 10 ug/L

Surrogate Recovery:  101 %

Surrogate Recovery Range:  60-140

(Ethyl Viologen used as Surrogate)

Page 1 of 3
Kara Greer, Project Manager

This analytical report complies with the ISO/IEC 17025:2017 

Quality Standard.



Anatek Labs Inc

504 E Sprague Ave, Suite D

Spokane, WA 99202

Report Number:  P240124

Client Project ID:  [none]

Report Date:  February 21, 2024

Analytical Report

Analyte

Client Sample ID:  WEA0829-05

Amount

Detected
Extraction 

Date

Analysis 

Date

PAL Sample ID:  P240124-04

Matrix:  water Sample Date:  1/22/24

Notes

Limit of 

Quantitation

Received Date:  2/8/24

Method:  Modified EPA 549.2 (LC-MS/MS) H1

2/12/24 2/14/24 Paraquat ND 10 ug/L

Surrogate Recovery:  94 %

Surrogate Recovery Range:  60-140

(Ethyl Viologen used as Surrogate)

Page 2 of 3
Kara Greer, Project Manager

This analytical report complies with the ISO/IEC 17025:2017 

Quality Standard.



Anatek Labs Inc

504 E Sprague Ave, Suite D

Spokane, WA 99202

Report Number:  P240124

Client Project ID:  [none]

Report Date:  February 21, 2024

Quality Assurance

Method Blank Data Matrix:  water

Notes

Extraction

Date

Batch QC

Sample #

Expected %

 Recovery

Analysis

Date Analyte % Recovery

Paraquat < 10 ug/LNot Detected24B1208-BLK12/13/242/12/24

Matrix:  waterBlank Spike Data

Notes

Batch QC

Sample #

Expected %

 Recovery

Analysis

Date Analyte % Recovery

Extraction

Date

60-14024B1208-BS1 96Paraquat2/12/24 2/13/24

60-14024B1208-BSD1 99Paraquat2/12/24 2/13/24

Project Notes 

Notes Definition

H1 The sample was received and extracted outside of recommended hold time.

Page 3 of 3
Kara Greer, Project Manager

This analytical report complies with the ISO/IEC 17025:2017 

Quality Standard.



Anatek Labs, Inc.
1282 Alturas Drive - Moscow, ID 83843 - (208) 883-2839 - email moscow@anateklabs.com

504 E Sprague Ste. D - Spokane, WA 99202 - (509) 838-3999 - email spokane@anateklabs.com

Client: Work Order:

Project:

Reported:

Stantec-GS

737 Bishop St., Ste. 3050

Honolulu, HI  96813 2/27/2024  17:39

Attn:

Address:

Benjamin Berridge

WEA0829

ADC Water Quality Monitoring

Analytical Results Report

 

ResultAnalyte PQL Analyzed MethodUnits

WW-3

Analyst Qualifier

Date Received: 

Lab/Sample Number: WEA0829-01 Collect Date:

01/25/24 09:50

Sample Location: 

Collected By: 

01/22/24 10:05

MDL

WaterMatrix:

Inorganics 

TSS mg/L EPA 160.21/27/24   0:00 ARS C65.75

Metals by ICP-MS 

Arsenic mg/L EPA 200.82/2/24  13:28 JLG J0.001000.0001400.000907

Mercury 

Mercury ug/L EPA 245.12/5/24  11:56 JLG0.1000.0710<0.0710

Semivolatiles 

Atrazine ug/L EPA 625.12/9/24  21:13 MAH0.1000.0500<0.0500

Metolachlor ug/L EPA 625.12/9/24  21:13 MAH0.1000.0500<0.0500

Permethrin ug/L EPA 625.12/21/24  21:00 MAH0.5000.250<0.250

Surrogate: Terphenyl-d14 114% 25-135 EPA 625.12/9/24  21:13 MAH

Diesel mg/L NWTPH-HCID1/29/24  23:28 EMG0.08000.0520<0.0520

Gasoline mg/L NWTPH-HCID1/29/24  23:28 EMG0.4000.160<0.160

Lube Oil mg/L NWTPH-HCID1/29/24  23:28 EMG0.08000.0460<0.0460

Mineral Oil mg/L NWTPH-HCID1/29/24  23:28 EMG0.4000.160<0.160

Surrogate: n-Hexacosane 90.1% 50-150 NWTPH-HCID1/29/24  23:28 EMG
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Anatek Labs, Inc.
1282 Alturas Drive - Moscow, ID 83843 - (208) 883-2839 - email moscow@anateklabs.com

504 E Sprague Ste. D - Spokane, WA 99202 - (509) 838-3999 - email spokane@anateklabs.com

ResultAnalyte PQL Analyzed MethodUnits

WW-6

Analyst Qualifier

Date Received: 

Lab/Sample Number: WEA0829-02 Collect Date:

01/25/24 09:50

Sample Location: 

Collected By: 

01/22/24 10:10

MDL

WaterMatrix:

Inorganics 

TSS mg/L EPA 160.21/27/24  13:45 ARS5.00

Metals by ICP-MS 

Arsenic mg/L EPA 200.82/2/24  13:35 JLG J0.001000.0001400.000355

Mercury 

Mercury ug/L EPA 245.12/5/24  11:59 JLG0.1000.0710<0.0710

Semivolatiles 

Diesel mg/L NWTPH-HCID1/30/24   0:23 EMG0.08000.0520<0.0520

Gasoline mg/L NWTPH-HCID1/30/24   0:23 EMG0.4000.160<0.160

Lube Oil mg/L NWTPH-HCID1/30/24   0:23 EMG0.08000.0460<0.0460

Mineral Oil mg/L NWTPH-HCID1/30/24   0:23 EMG0.4000.160<0.160

Surrogate: n-Hexacosane 95.0% 50-150 NWTPH-HCID1/30/24   0:23 EMG
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Anatek Labs, Inc.
1282 Alturas Drive - Moscow, ID 83843 - (208) 883-2839 - email moscow@anateklabs.com

504 E Sprague Ste. D - Spokane, WA 99202 - (509) 838-3999 - email spokane@anateklabs.com

ResultAnalyte PQL Analyzed MethodUnits

E-1

Analyst Qualifier

Date Received: 

Lab/Sample Number: WEA0829-03 Collect Date:

01/25/24 09:50

Sample Location: 

Collected By: 

01/22/24 10:45

MDL

WaterMatrix:

Inorganics 

TSS mg/L EPA 160.21/27/24  13:45 ARS15.0

Metals by ICP-MS 

Arsenic mg/L EPA 200.82/2/24  13:38 JLG0.001000.0001400.00160

Mercury 

Mercury ug/L EPA 245.12/5/24  12:06 JLG0.1000.0710<0.0710

Semivolatiles 

Atrazine ug/L EPA 625.12/9/24  21:41 MAH0.1000.0500<0.0500

Metolachlor ug/L EPA 625.12/9/24  21:41 MAH0.1000.0500<0.0500

Permethrin ug/L EPA 625.12/21/24  21:28 MAH0.5000.250<0.250

Surrogate: Terphenyl-d14 118% 25-135 EPA 625.12/9/24  21:41 MAH

Diesel mg/L NWTPH-HCID1/30/24   1:18 EMG0.08000.0520<0.0520

Gasoline mg/L NWTPH-HCID1/30/24   1:18 EMG0.4000.160<0.160

Lube Oil mg/L NWTPH-HCID1/30/24   1:18 EMG0.08000.0460<0.0460

Mineral Oil mg/L NWTPH-HCID1/30/24   1:18 EMG0.4000.160<0.160

Surrogate: n-Hexacosane 88.4% 50-150 NWTPH-HCID1/30/24   1:18 EMG
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Anatek Labs, Inc.
1282 Alturas Drive - Moscow, ID 83843 - (208) 883-2839 - email moscow@anateklabs.com

504 E Sprague Ste. D - Spokane, WA 99202 - (509) 838-3999 - email spokane@anateklabs.com

ResultAnalyte PQL Analyzed MethodUnits

E-1 Dup

Analyst Qualifier

Date Received: 

Lab/Sample Number: WEA0829-04 Collect Date:

01/25/24 09:50

Sample Location: 

Collected By: 

01/22/24 10:50

MDL

WaterMatrix:

Inorganics 

TSS mg/L EPA 160.22/5/24  17:03 ARY30.0

Metals by ICP-MS 

Arsenic mg/L EPA 200.82/2/24  13:40 JLG0.001000.0001400.00137

Mercury 

Mercury ug/L EPA 245.12/5/24  12:09 JLG0.1000.0710<0.0710

Semivolatiles 

Atrazine ug/L EPA 625.12/9/24  22:08 MAH0.1000.0500<0.0500

Metolachlor ug/L EPA 625.12/9/24  22:08 MAH0.1000.0500<0.0500

Permethrin ug/L EPA 625.12/21/24  21:55 MAH0.5000.250<0.250

Surrogate: Terphenyl-d14 104% 25-135 EPA 625.12/9/24  22:08 MAH

Diesel mg/L NWTPH-HCID1/30/24   2:13 EMG0.08000.0520<0.0520

Gasoline mg/L NWTPH-HCID1/30/24   2:13 EMG0.4000.160<0.160

Lube Oil mg/L NWTPH-HCID1/30/24   2:13 EMG0.08000.0460<0.0460

Mineral Oil mg/L NWTPH-HCID1/30/24   2:13 EMG0.4000.160<0.160

Surrogate: n-Hexacosane 72.5% 50-150 NWTPH-HCID1/30/24   2:13 EMG
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Anatek Labs, Inc.
1282 Alturas Drive - Moscow, ID 83843 - (208) 883-2839 - email moscow@anateklabs.com

504 E Sprague Ste. D - Spokane, WA 99202 - (509) 838-3999 - email spokane@anateklabs.com

ResultAnalyte PQL Analyzed MethodUnits

E-1 MS/MSD

Analyst Qualifier

Date Received: 

Lab/Sample Number: WEA0829-05 Collect Date:

01/25/24 09:50

Sample Location: 

Collected By: 

01/22/24 11:00

MDL

WaterMatrix:

Inorganics 

TSS mg/L EPA 160.22/1/24  15:32 ARY C69.44

Metals by ICP-MS 

Arsenic mg/L EPA 200.82/2/24  13:42 JLG0.001000.0001400.00125

Mercury 

Mercury ug/L EPA 245.12/5/24  12:14 JLG0.1000.0710<0.0710

Semivolatiles 

Atrazine ug/L EPA 625.12/9/24  22:36 MAH0.1000.0500<0.0500

Metolachlor ug/L EPA 625.12/9/24  22:36 MAH0.1000.0500<0.0500

Permethrin ug/L EPA 625.12/21/24  22:22 MAH0.5000.250<0.250

Surrogate: Terphenyl-d14 99.4% 25-135 EPA 625.12/9/24  22:36 MAH

Diesel mg/L NWTPH-HCID1/30/24   3:08 EMG0.08000.0520<0.0520

Gasoline mg/L NWTPH-HCID1/30/24   3:08 EMG0.4000.160<0.160

Lube Oil mg/L NWTPH-HCID1/30/24   3:08 EMG0.08000.0460<0.0460

Mineral Oil mg/L NWTPH-HCID1/30/24   3:08 EMG0.4000.160<0.160

Surrogate: n-Hexacosane 89.0% 50-150 NWTPH-HCID1/30/24   3:08 EMG
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Anatek Labs, Inc.
1282 Alturas Drive - Moscow, ID 83843 - (208) 883-2839 - email moscow@anateklabs.com

504 E Sprague Ste. D - Spokane, WA 99202 - (509) 838-3999 - email spokane@anateklabs.com

ResultAnalyte PQL Analyzed MethodUnits

D-2

Analyst Qualifier

Date Received: 

Lab/Sample Number: WEA0829-06 Collect Date:

01/25/24 09:50

Sample Location: 

Collected By: 

01/22/24 09:20

MDL

WaterMatrix:

Inorganics 

TSS mg/L EPA 160.21/27/24  13:45 ARS8.00

Metals by ICP-MS 

Arsenic mg/L EPA 200.82/2/24  13:45 JLG0.001000.0001400.0301

Mercury 

Mercury ug/L EPA 245.12/5/24  12:16 JLG0.1000.0710<0.0710

Semivolatiles 

Diesel mg/L NWTPH-HCID1/30/24   4:03 EMG0.08000.0520<0.0520

Gasoline mg/L NWTPH-HCID1/30/24   4:03 EMG0.4000.160<0.160

Lube Oil mg/L NWTPH-HCID1/30/24   4:03 EMG0.08000.0460<0.0460

Mineral Oil mg/L NWTPH-HCID1/30/24   4:03 EMG0.4000.160<0.160

Surrogate: n-Hexacosane 82.0% 50-150 NWTPH-HCID1/30/24   4:03 EMG
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Anatek Labs, Inc.
1282 Alturas Drive - Moscow, ID 83843 - (208) 883-2839 - email moscow@anateklabs.com

504 E Sprague Ste. D - Spokane, WA 99202 - (509) 838-3999 - email spokane@anateklabs.com

ResultAnalyte PQL Analyzed MethodUnits

D-3

Analyst Qualifier

Date Received: 

Lab/Sample Number: WEA0829-07 Collect Date:

01/25/24 09:50

Sample Location: 

Collected By: 

01/22/24 09:35

MDL

WaterMatrix:

Inorganics 

TSS mg/L EPA 160.21/27/24  13:45 ARS7.00

Metals by ICP-MS 

Arsenic mg/L EPA 200.82/2/24  13:47 JLG0.001000.0001400.00131

Mercury 

Mercury ug/L EPA 245.12/5/24  12:19 JLG0.1000.0710<0.0710

Semivolatiles 

Diesel mg/L NWTPH-HCID1/30/24   4:58 EMG0.08000.0520<0.0520

Gasoline mg/L NWTPH-HCID1/30/24   4:58 EMG0.4000.160<0.160

Lube Oil mg/L NWTPH-HCID1/30/24   4:58 EMG0.08000.0460<0.0460

Mineral Oil mg/L NWTPH-HCID1/30/24   4:58 EMG0.4000.160<0.160

Surrogate: n-Hexacosane 95.8% 50-150 NWTPH-HCID1/30/24   4:58 EMG
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Anatek Labs, Inc.
1282 Alturas Drive - Moscow, ID 83843 - (208) 883-2839 - email moscow@anateklabs.com

504 E Sprague Ste. D - Spokane, WA 99202 - (509) 838-3999 - email spokane@anateklabs.com

ResultAnalyte PQL Analyzed MethodUnits

D-4

Analyst Qualifier

Date Received: 

Lab/Sample Number: WEA0829-08 Collect Date:

01/25/24 09:50

Sample Location: 

Collected By: 

01/22/24 09:45

MDL

WaterMatrix:

Inorganics 

TSS mg/L EPA 160.21/27/24  13:45 ARS15.0

Metals by ICP-MS 

Arsenic mg/L EPA 200.82/2/24  13:49 JLG0.001000.0001400.00164

Mercury 

Mercury ug/L EPA 245.12/5/24  12:42 JLG0.1000.0710<0.0710

Semivolatiles 

Diesel mg/L NWTPH-HCID2/2/24  22:02 EMG0.08000.0520<0.0520

Gasoline mg/L NWTPH-HCID2/2/24  22:02 EMG0.4000.160<0.160

Lube Oil mg/L NWTPH-HCID2/2/24  22:02 EMG0.08000.0460<0.0460

Mineral Oil mg/L NWTPH-HCID2/2/24  22:02 EMG0.4000.160<0.160

Surrogate: n-Hexacosane 96.7% 50-150 NWTPH-HCID2/2/24  22:02 EMG
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Anatek Labs, Inc.
1282 Alturas Drive - Moscow, ID 83843 - (208) 883-2839 - email moscow@anateklabs.com

504 E Sprague Ste. D - Spokane, WA 99202 - (509) 838-3999 - email spokane@anateklabs.com

ResultAnalyte PQL Analyzed MethodUnits

D-6

Analyst Qualifier

Date Received: 

Lab/Sample Number: WEA0829-09 Collect Date:

01/25/24 09:50

Sample Location: 

Collected By: 

01/22/24 10:05

MDL

WaterMatrix:

Inorganics 

TSS mg/L EPA 160.21/27/24  13:45 ARS8.00

Metals by ICP-MS 

Arsenic mg/L EPA 200.82/2/24  13:52 JLG0.001000.0001400.00152

Mercury 

Mercury ug/L EPA 245.12/5/24  12:44 JLG0.1000.0710<0.0710

Semivolatiles 

Diesel mg/L NWTPH-HCID1/30/24   5:53 EMG0.08000.0520<0.0520

Gasoline mg/L NWTPH-HCID1/30/24   5:53 EMG0.4000.160<0.160

Lube Oil mg/L NWTPH-HCID1/30/24   5:53 EMG0.08000.0460<0.0460

Mineral Oil mg/L NWTPH-HCID1/30/24   5:53 EMG0.4000.160<0.160

Surrogate: n-Hexacosane 82.4% 50-150 NWTPH-HCID1/30/24   5:53 EMG
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Anatek Labs, Inc.
1282 Alturas Drive - Moscow, ID 83843 - (208) 883-2839 - email moscow@anateklabs.com

504 E Sprague Ste. D - Spokane, WA 99202 - (509) 838-3999 - email spokane@anateklabs.com

ResultAnalyte PQL Analyzed MethodUnits

D-7

Analyst Qualifier

Date Received: 

Lab/Sample Number: WEA0829-10 Collect Date:

01/25/24 09:50

Sample Location: 

Collected By: 

01/22/24 09:45

MDL

WaterMatrix:

Inorganics 

TSS mg/L EPA 160.21/27/24  13:45 ARS23.0

Metals by ICP-MS 

Arsenic mg/L EPA 200.82/2/24  13:54 JLG J0.001000.0001400.000282

Mercury 

Mercury ug/L EPA 245.12/5/24  12:47 JLG0.1000.0710<0.0710

Semivolatiles 

Diesel mg/L NWTPH-HCID1/30/24   6:48 EMG0.08000.0520<0.0520

Gasoline mg/L NWTPH-HCID1/30/24   6:48 EMG0.4000.160<0.160

Lube Oil mg/L NWTPH-HCID1/30/24   6:48 EMG0.08000.0460<0.0460

Mineral Oil mg/L NWTPH-HCID1/30/24   6:48 EMG0.4000.160<0.160

Surrogate: n-Hexacosane 96.5% 50-150 NWTPH-HCID1/30/24   6:48 EMG
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Anatek Labs, Inc.
1282 Alturas Drive - Moscow, ID 83843 - (208) 883-2839 - email moscow@anateklabs.com

504 E Sprague Ste. D - Spokane, WA 99202 - (509) 838-3999 - email spokane@anateklabs.com

ResultAnalyte PQL Analyzed MethodUnits

D-8

Analyst Qualifier

Date Received: 

Lab/Sample Number: WEA0829-11 Collect Date:

01/25/24 09:50

Sample Location: 

Collected By: 

01/22/24 10:05

MDL

WaterMatrix:

Inorganics 

TSS mg/L EPA 160.21/27/24  13:45 ARS4.00

Metals by ICP-MS 

Arsenic mg/L EPA 200.82/2/24  14:05 JLG0.001000.0001400.00484

Mercury 

Mercury ug/L EPA 245.12/5/24  12:49 JLG0.1000.0710<0.0710

Semivolatiles 

Diesel mg/L NWTPH-HCID1/30/24   7:43 EMG0.08000.0520<0.0520

Gasoline mg/L NWTPH-HCID1/30/24   7:43 EMG0.4000.160<0.160

Lube Oil mg/L NWTPH-HCID1/30/24   7:43 EMG0.08000.0460<0.0460

Mineral Oil mg/L NWTPH-HCID1/30/24   7:43 EMG0.4000.160<0.160

Surrogate: n-Hexacosane 80.2% 50-150 NWTPH-HCID1/30/24   7:43 EMG
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Anatek Labs, Inc.
1282 Alturas Drive - Moscow, ID 83843 - (208) 883-2839 - email moscow@anateklabs.com

504 E Sprague Ste. D - Spokane, WA 99202 - (509) 838-3999 - email spokane@anateklabs.com

ResultAnalyte PQL Analyzed MethodUnits

U-2/WW-5

Analyst Qualifier

Date Received: 

Lab/Sample Number: WEA0829-12 Collect Date:

01/25/24 09:50

Sample Location: 

Collected By: 

01/22/24 11:00

MDL

WaterMatrix:

Inorganics 

TSS mg/L EPA 160.21/27/24  13:45 ARS4.00

Metals by ICP-MS 

Arsenic mg/L EPA 200.82/2/24  14:08 JLG J0.001000.0001400.000193

Mercury 

Mercury ug/L EPA 245.12/5/24  12:32 JLG0.1000.0710<0.0710

Semivolatiles 

Diesel mg/L NWTPH-HCID1/30/24   8:38 EMG0.08000.0520<0.0520

Gasoline mg/L NWTPH-HCID1/30/24   8:38 EMG0.4000.160<0.160

Lube Oil mg/L NWTPH-HCID1/30/24   8:38 EMG0.08000.0460<0.0460

Mineral Oil mg/L NWTPH-HCID1/30/24   8:38 EMG0.4000.160<0.160

Surrogate: n-Hexacosane 99.2% 50-150 NWTPH-HCID1/30/24   8:38 EMG
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Anatek Labs, Inc.
1282 Alturas Drive - Moscow, ID 83843 - (208) 883-2839 - email moscow@anateklabs.com

504 E Sprague Ste. D - Spokane, WA 99202 - (509) 838-3999 - email spokane@anateklabs.com

ResultAnalyte PQL Analyzed MethodUnits

U-3/WW-4

Analyst Qualifier

Date Received: 

Lab/Sample Number: WEA0829-13 Collect Date:

01/25/24 09:50

Sample Location: 

Collected By: 

01/22/24 09:00

MDL

WaterMatrix:

Inorganics 

TSS mg/L EPA 160.21/27/24  13:45 ARS16.0

Metals by ICP-MS 

Arsenic mg/L EPA 200.82/2/24  14:10 JLG J0.001000.0001400.000275

Mercury 

Mercury ug/L EPA 245.12/5/24  12:52 JLG0.1000.0710<0.0710

Semivolatiles 

Diesel mg/L NWTPH-HCID1/30/24   9:33 EMG0.08000.0520<0.0520

Gasoline mg/L NWTPH-HCID1/30/24   9:33 EMG0.4000.160<0.160

Lube Oil mg/L NWTPH-HCID1/30/24   9:33 EMG0.08000.0460<0.0460

Mineral Oil mg/L NWTPH-HCID1/30/24   9:33 EMG0.4000.160<0.160

Surrogate: n-Hexacosane 92.1% 50-150 NWTPH-HCID1/30/24   9:33 EMG
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Anatek Labs, Inc.
1282 Alturas Drive - Moscow, ID 83843 - (208) 883-2839 - email moscow@anateklabs.com

504 E Sprague Ste. D - Spokane, WA 99202 - (509) 838-3999 - email spokane@anateklabs.com

[TOC_1]Quality Assurance 

Results[TOC]

Authorized Signature, 

Brock Gerger For Kathleen Sattler, Laboratory Manager

Initial analysis within holding time; internal QC didn't pass.  Confirmatory analysis past holding time, did not confirm 

initial result.  Result of second analysis reported.

C6

The reported value is between the laboratory method detection limit and the laboratory practical quantitation limit.J

Surrogate recovery was low.S12

PQL Practical Quantitation Limit

ND Not Detected

MDL Method Detection Limit

Dry Sample results reported on a dry weight basis

* Not a state-certified analyte

RPD Relative Percent Difference

%REC Percent Recovery

Source Sample that was spiked or duplicated.

This report shall not be reproduced except in full, without the written approval of the laboratory

The results reported related only to the samples indicated.
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Anatek Labs, Inc.
1282 Alturas Drive - Moscow, ID 83843 - (208) 883-2839 - email moscow@anateklabs.com

504 E Sprague Ste. D - Spokane, WA 99202 - (509) 838-3999 - email spokane@anateklabs.com

Result

Reporting

Limit Units

Spike

Level

Source

Result %REC

%REC

Limits RPD

RPD

LimitQual Analyte

Quality Control Data

Inorganics

Batch:  BEA0840 - W Filtration
Prepared: 1/27/2024 Analyzed: 2/5/2024Blank (BEA0840-BLK1)

<1 mg/LTSS

Prepared: 1/27/2024 Analyzed: 2/5/2024Blank (BEA0840-BLK2)

<1 mg/LTSS

Prepared: 1/27/2024 Analyzed: 2/5/2024Blank (BEA0840-BLK3)

<1 mg/LTSS

Prepared: 1/27/2024 Analyzed: 2/5/2024Blank (BEA0840-BLK4)

<1 mg/LTSS

Prepared: 1/27/2024 Analyzed: 2/5/2024LCS (BEA0840-BS1)

92.0 100 90-11092.0mg/LTSS

Prepared: 1/27/2024 Analyzed: 2/5/2024Source: WEA0829-04Duplicate (BEA0840-DUP2)

32.0 30.0 206.45mg/LTSS

Batch:  BEB0037 - W Filtration
Prepared: 2/1/2024 Analyzed: 2/5/2024Blank (BEB0037-BLK1)

<1 mg/LTSS

Prepared: 2/1/2024 Analyzed: 2/5/2024Blank (BEB0037-BLK2)

<1 mg/LTSS

Prepared: 2/1/2024 Analyzed: 2/5/2024LCS (BEB0037-BS1)

92.0 100 90-11092.0mg/LTSS
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Anatek Labs, Inc.
1282 Alturas Drive - Moscow, ID 83843 - (208) 883-2839 - email moscow@anateklabs.com

504 E Sprague Ste. D - Spokane, WA 99202 - (509) 838-3999 - email spokane@anateklabs.com

Result

Reporting

Limit Units

Spike

Level

Source

Result %REC

%REC

Limits RPD

RPD

LimitQual Analyte

Quality Control Data
(Continued)

Inorganics (Continued)

Batch:  BEB0037 - W Filtration (Continued)
Prepared: 2/1/2024 Analyzed: 2/5/2024LCS (BEB0037-BS2)

94.0 100 90-11094.0mg/LTSS

Prepared: 2/1/2024 Analyzed: 2/5/2024Source: WEA0829-01Duplicate (BEB0037-DUP1)

6.25 5.75 208.33mg/LTSS

Result

Reporting

Limit Units

Spike

Level

Source

Result %REC

%REC

Limits RPD

RPD

LimitQual Analyte

Quality Control Data
(Continued)

Metals by ICP-MS

Batch:  BEA0967 - W 3010 Digest
Prepared: 1/31/2024 Analyzed: 2/2/2024Blank (BEA0967-BLK1)

ND 0.00100 mg/LArsenic

Prepared: 1/31/2024 Analyzed: 2/2/2024LCS (BEA0967-BS1)

0.0526 0.00100 0.0500 85-115105mg/LArsenic

Prepared: 1/31/2024 Analyzed: 2/2/2024Source: WEA0829-13Matrix Spike (BEA0967-MS1)

0.0562 0.00100 0.0500 0.000275 70-130112mg/LArsenic

Prepared: 1/31/2024 Analyzed: 2/2/2024Source: WEA0829-01Matrix Spike (BEA0967-MS2)

0.0479 0.00100 0.0500 0.000907 70-13094.1mg/LArsenic

Prepared: 1/31/2024 Analyzed: 2/2/2024Source: WEA0829-13Matrix Spike Dup (BEA0967-MSD1)

0.0541 0.00100 0.0500 0.000275 2070-130108 3.73mg/LArsenic

Prepared: 1/31/2024 Analyzed: 2/2/2024Source: WEA0829-01Matrix Spike Dup (BEA0967-MSD2)

0.0510 0.00100 0.0500 0.000907 2070-130100 6.11mg/LArsenic

Result

Reporting

Limit Units

Spike

Level

Source

Result %REC

%REC

Limits RPD

RPD

LimitQual Analyte

Quality Control Data
(Continued)

Mercury

Batch:  BEA0987 - W 245.1 Digest
Prepared: 1/31/2024 Analyzed: 2/5/2024Blank (BEA0987-BLK1)

ND 0.100 ug/LMercury

Prepared: 1/31/2024 Analyzed: 2/5/2024LCS (BEA0987-BS1)

5.37 0.100 5.60 85-11595.9ug/LMercury

Prepared: 1/31/2024 Analyzed: 2/5/2024Source: WEA0829-02Matrix Spike (BEA0987-MS1)

5.26 0.100 5.60 <0.0710 70-13093.9ug/LMercury

Prepared: 1/31/2024 Analyzed: 2/5/2024Source: WEA0829-12Matrix Spike (BEA0987-MS2)
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Anatek Labs, Inc.
1282 Alturas Drive - Moscow, ID 83843 - (208) 883-2839 - email moscow@anateklabs.com
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Result

Reporting

Limit Units

Spike

Level

Source

Result %REC

%REC

Limits RPD

RPD

LimitQual Analyte

Quality Control Data
(Continued)

Mercury (Continued)

Batch:  BEA0987 - W 245.1 Digest (Continued)
Prepared: 1/31/2024 Analyzed: 2/5/2024Source: WEA0829-12Matrix Spike (BEA0987-MS2)

5.19 0.100 5.60 <0.0710 70-13092.7ug/LMercury

Prepared: 1/31/2024 Analyzed: 2/5/2024Source: WEA0829-02Matrix Spike Dup (BEA0987-MSD1)

4.92 0.100 5.60 <0.0710 2070-13087.9 6.68ug/LMercury

Prepared: 1/31/2024 Analyzed: 2/5/2024Source: WEA0829-12Matrix Spike Dup (BEA0987-MSD2)

4.57 0.100 5.60 <0.0710 2070-13081.6 12.7ug/LMercury

Result

Reporting

Limit Units

Spike

Level

Source

Result %REC

%REC

Limits RPD

RPD

LimitQual Analyte

Quality Control Data
(Continued)

Semivolatiles

Batch:  BEA0864 - W TPH-Dx
Prepared & Analyzed: 1/29/2024Blank (BEA0864-BLK1)

ND 0.0800 mg/LLube Oil

ND 0.400 mg/LMineral Oil

ND 0.400 mg/LGasoline

ND 0.0800 mg/LDiesel

0.200 50-150Surrogate: n-Hexacosane 1030.207 mg/L

Prepared & Analyzed: 1/29/2024LCS (BEA0864-BS1)

0.873 0.0800 1.04 70-13083.9mg/LDiesel

0.200 50-150Surrogate: n-Hexacosane 75.80.152 mg/L

Prepared & Analyzed: 1/29/2024LCS Dup (BEA0864-BSD1)

0.967 0.0800 1.04 2070-13092.9 10.2mg/LDiesel

0.200 50-150Surrogate: n-Hexacosane 97.60.196 mg/L

Batch:  BEB0058 - W TPH-Dx
Prepared & Analyzed: 2/2/2024Blank (BEB0058-BLK1)

ND 0.0800 mg/LLube Oil

ND 0.400 mg/LMineral Oil

ND 0.400 mg/LGasoline

ND 0.0800 mg/LDiesel

0.200 50-150Surrogate: n-Hexacosane 48.80.0978 mg/LS12

Prepared & Analyzed: 2/2/2024LCS (BEB0058-BS1)

0.742 0.0800 1.04 70-13071.4mg/LDiesel

0.200 50-150Surrogate: n-Hexacosane 91.90.184 mg/L
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Result

Reporting

Limit Units

Spike

Level

Source

Result %REC

%REC

Limits RPD

RPD

LimitQual Analyte

Quality Control Data
(Continued)

Semivolatiles (Continued)

Batch:  BEB0058 - W TPH-Dx (Continued)
Prepared & Analyzed: 2/2/2024LCS Dup (BEB0058-BSD1)

0.843 0.0800 1.04 2070-13081.1 12.7mg/LDiesel

0.200 50-150Surrogate: n-Hexacosane 89.70.180 mg/L

Batch:  BEB0358 - SVOC Water
Prepared: 1/29/2024 Analyzed: 2/9/2024Blank (BEB0358-BLK1)

ND 0.100 ug/LAtrazine

ND 0.100 ug/LMetolachlor

ND 0.500 ug/LPermethrin

25.0 25-135Surrogate: Terphenyl-d14 11027.6 ug/L

Prepared: 1/29/2024 Analyzed: 2/9/2024LCS (BEB0358-BS1)

4.67 0.100 5.00 60-12593.4ug/LAtrazine

4.48 0.100 5.00 60-12589.6ug/LMetolachlor

25.0 25-135Surrogate: Terphenyl-d14 10526.4 ug/L

Prepared: 1/29/2024 Analyzed: 2/9/2024LCS Dup (BEB0358-BSD1)

4.49 0.100 5.00 2560-12589.8 3.93ug/LAtrazine

4.28 0.100 5.00 2560-12585.6 4.57ug/LMetolachlor

25.0 25-135Surrogate: Terphenyl-d14 10125.2 ug/L
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TSS (SM2540D/EPA 160.2)-TS(SM 2540B) Anatek Labs. Inc. Spokane

Batch ID: BEA0840 Date: 1/27/2024 Time: 1345 Initals: ARS

QC REQUIREMENTS:  Blank <1ppm, LFB %Rec= 90-110%, MS/MSD %Rec= 80-120%  Run a blank and lcs before and after every 20 samples, plus dup and ms/msd after 20 samples.

TSS Reagents Amount Spiked Oven Temp Filters Thermometer

100ppm Cellulose TSS Soln. 100 ppm OVEN 5 105 2302098 T-Oven 3

Comments:
Date/Time of Weigh: 1/29/24 1011

Sample Number Sample ID Dish ID Filter Wt (g) mLs used

Dry Weight 

#1

Dry Weight 

#2** 

Dilution 

Factor

IResult 

(mg/L)

FResult 

(mg/L)

QC Date & 

Initials
BEA0840-BLK1 Blank 74 0.1007 100 0.1006 0.1005 1 -2.00 -2.00
BEA0840-BLK2 Blank 680 0.1009 100 0.101 0.1008 1 -1.00 -1.00
BEA0840-BLK3 Blank 810 0.1006 100 0.1004 0.1006 1 -2.00 -2.00
BEA0840-BLK4 Blank 678 0.1009 100 0.1003 0.1005 1 -6.00 -6.00
BEA0840-BS1 LCS 948 0.1007 100 0.1109 0.1109 1 102.00 102.00
BEA0840-BS2 LCS 502 0.1002 100 0.1106 0.1106 1 104.00 104.00
MEA0476-05 Influent 980 0.0996 50 0.103 0.1028 2 32.00 64.00
BEA0840-DUP2 Duplicate WEA0829-04 981 0.1011 100 0.1043 0.1043 1 32.00 32.00
WEA0829-04 E-1 Dup 993 0.1006 100 0.1036 0.1037 1 30.00 30.00
WEA0829-05 E-1 MS/MSD 998 0.1078 100 0.1024 0.102 1 -58.00 -58.00
YEA0380-02 004 Process to POTW 2 0.1035 100 0.108 0.1076 1 41.00 41.00
YEA0380-03 005 Process to POTW 676 0.1045 100 0.102 0.1017 1 -28.00 -28.00
YEA0383-01 Influent 844 0.1038 100 0.1035 0.1033 1 -5.00 -5.00
YEA0393-01 Final Effluent 002 673 0.0998 100 0.1004 0.1006 1 6.00 6.00
YEA0399-01 Quincy, WA, Dain Line/Sam 952 0.1 100 0.1003 0.1003 1 3.00 3.00
YEA0403-01 Riverbend 797 0.1006 100 0.102 0.1018 1 12.00 12.00
YEA0406-01 Infl 408 0.1004 100 0.1053 0.1051 1 47.00 47.00
YEA0406-02 Effl 988 0.1006 100 0.1013 0.1012 1 6.00 6.00
YEA0407-01 Southside 804 0.1064 50 0.1037 0.1035 2 -29.00 -58.00
YEA0408-01 Northside 7 0.0995 100 0.0996 0.0996 1 1.00 1.00
YEA0418-01 Final Effluent 002 973 0.1011 100 0.1017 0.1018 1 6.00 6.00
YEA0419-01 Outfall 1 410 0.0999 50 0.1104 0.1103 2 104.00 208.00
YEA0419-02 Outfall 2 561 0.1002 50 0.1018 0.1021 2 16.00 32.00
BEA0840-DUP1 Duplicate YEA0419-03 566 0.1003 250 0.1023 0.1024 0.4 20.00 8.00
YEA0419-03 Outfall 3 411 0.1006 250 0.1045 0.1042 0.4 36.00 14.40
YEA0419-04 Outfall 4 514 0.0993 250 0.1005 0.1007 0.4 12.00 4.80
YEA0419-05 Outfall 6 563 0.1 250 0.1006 0.1003 0.4 3.00 1.20
YEA0420-01 Effluent 953 0.1007 1000 0.1008 0.1009 0.1 1.00 0.10
YEA0420-02 Influent 993 0.1017 25 0.1099 0.1096 4 79.00 316.00

Std. # Balance ID

2400172 BAL-06
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TSS (SM2540D/EPA 160.2)-TS(SM 2540B) Anatek Labs. Inc. Spokane

Sample Number Sample ID Dish ID Filter Wt (g) mLs used

Dry Weight 

#1

Dry Weight 

#2** 

Dilution 

Factor

IResult 

(mg/L)

FResult 

(mg/L)

QC Date & 

Initials
YEA0427-01 Wastewater Grab Sample 343 0.1016 10 0.1164 0.1163 10 147.00 1470.00
YEA0431-01 Influent Comp 391 0.1031 25 0.1055 0.1053 4 22.00 88.00
YEA0431-02 Effluent Comp 974 0.1034 100 0.1011 0.1012 1 -23.00 -23.00
WEA0829-01 WW-3 980 0.1024 100 0.1014 0.1014 1 -10.00 -10.00
WEA0829-02 WW-6 510 0.1001 100 0.1006 0.1008 1 5.00 5.00
WEA0829-03 E-1 499 0.1 100 0.1019 0.1015 1 15.00 15.00
BEA0840-MS2 Matrix Spike WEA0829-05 972 0.1018 50 0.1054 0.1057 2 36.00 72.00
BEA0840-MSD2 Matrix Spike Dup WEA082 976 0.0997 50 0.1043 0.1044 2 46.00 92.00
WEA0829-06 D-2 951 0.101 100 0.1018 0.102 1 8.00 8.00
WEA0829-07 D-3 415 0.1005 100 0.1014 0.1012 1 7.00 7.00
WEA0829-08 D-4 986 0.1002 100 0.102 0.1017 1 15.00 15.00
WEA0829-09 D-6 991 0.1014 100 0.1022 0.1022 1 8.00 8.00
WEA0829-10 D-7 404 0.1004 100 0.1027 0.103 1 23.00 23.00
WEA0829-11 D-8 551 0.1002 100 0.1006 0.1008 1 4.00 4.00
WEA0829-12 U-2/WW-5 75 0.1005 100 0.1009 0.1012 1 4.00 4.00
WEA0829-13 U-3/WW-4 975 0.0998 100 0.1014 0.1016 1 16.00 16.00
BEA0840-MS1 Matrix Spike YEA0380-03 992 0.101 50 0.1037 0.1038 2 27.00 54.00
BEA0840-MSD1 Matrix Spike Dup YEA0380 675 0.0997 50 0.1045 0.1041 2 44.00 88.00
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TSS (SM2540D/EPA 160.2)-TS(SM 2540B) Anatek Labs. Inc. Spokane

Batch ID: BEB0037 Date: 2/1/2024 Time: 15:32 Initals: ARY

QC REQUIREMENTS:  Blank <1ppm, LFB %Rec= 90-110%, MS/MSD %Rec= 80-120%  Run a blank and lcs before and after every 20 samples, plus dup and ms/msd after 20 samples.

TSS Reagents Amount Spiked Oven Temp Filters Thermometer

100ppm Cellulose TSS Soln. 100 ppm 5 105 Yakima 2304075 T-Oven 5

Comments:
Date/Time of Weigh: 2/2/24 11:00 2/2/24 252

Sample Number Sample ID Dish ID Filter Wt (g) mLs used

Dry Weight 

#1

Dry Weight 

#2** 

Dilution 

Factor

IResult 

(mg/L)

FResult 

(mg/L)

QC Date & 

Initials
BEB0037-BLK1 Blank B 0.1194 1000 0.1193 0.1193 0.1 -1.00 -0.10
BEB0037-BLK2 Blank B2 0.1191 1000 0.1193 0.1193 0.1 2.00 0.20
BEB0037-BS1 LCS L 0.1192 100 0.1284 0.1285 1 92.00 92.00
BEB0037-BS2 LCS BS2 0.1191 100 0.1285 0.1286 1 94.00 94.00
BEB0037-BS3 LCS L3 0.1197 100 0.1291 0.129 1 93.00 93.00
BEB0037-DUP1 Duplicate WEA0829-01 dup 0.1188 400 0.1213 0.1213 0.25 25.00 6.25
BEB0037-DUP2 Duplicate WEA0884-02 884DUP 0.1196 300 0.1228 0.1228 0.3333333 32.00 10.67
MEA0404-01 Re-Run 404 2.6525 10 2.6829 2.6826 10 301.00 3010.00
WEA0829-01 WW-3 829-1 0.12 400 0.1223 0.1223 0.25 23.00 5.75
WEA0829-05 E-1 MS/MSD 829-5 0.119 300 0.1275 0.1275 0.3333333 85.00 28.33
WEA0884-02 EFF Comp 884 0.12 300 0.1231 0.1231 0.3333333 31.00 10.33
WEA0907-02 EFF 907 0.119 500 0.1208 0.1208 0.2 18.00 3.60
WEA0940-01 Effluent 940 0.1192 400 0.1212 0.1213 0.25 20.00 5.00
WEA0943-02 EFF TSS 943 0.1191 500 0.1205 0.1208 0.2 14.00 2.80
WEA0946-01 Effluent 946 0.1192 250 0.124 0.1244 0.4 48.00 19.20
WEA0949-02 Effluent 949 0.1197 500 0.1204 0.1206 0.2 7.00 1.40
WEB0033-02 Eff 33-2 0.1197 400 0.1231 0.1232 0.25 34.00 8.50
YEA0380-03 005 Process to POTW 380 0.1219 100 0.129 0.1288 1 69.00 69.00
YEA0383-01 Influent 383 0.1193 100 0.1219 0.1219 1 26.00 26.00
YEA0407-01 Southside 407 0.1194 100 0.1221 0.1224 1 27.00 27.00
YEA0431-02 Effluent Comp 431 0.1189 500 0.1195 0.1193 0.2 4.00 0.80
YEA0476-01 Final Effluent 002 476 0.1202 100 0.1212 0.1212 1 10.00 10.00
YEA0491-01 INFL 491-2 0.1194 30 0.1256 0.1256 3.3333333 62.00 206.67
YEA0491-02 EFFL 491 0.1198 500 0.1217 0.1216 0.2 18.00 3.60
YEB0005-01 Outfall #1 1 0.1192 50 0.1295 0.1292 2 100.00 200.00
YEB0005-02 Outfall #2 2 0.1192 300 0.1242 0.1241 0.3333333 49.00 16.33
YEB0005-03 Outfall #3 3 0.1196 200 0.1213 0.1214 0.5 17.00 8.50
YEB0005-04 Outfall #4 4 0.1187 200 0.1197 0.1196 0.5 9.00 4.50
YEB0005-05 Outfall #6 5 0.1221 200 0.1225 0.1228 0.5 4.00 2.00

Std. # Balance ID

2400560 Bal-06
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TSS (SM2540D/EPA 160.2)-TS(SM 2540B) Anatek Labs. Inc. Spokane

Sample Number Sample ID Dish ID Filter Wt (g) mLs used

Dry Weight 

#1

Dry Weight 

#2** 

Dilution 

Factor

IResult 

(mg/L)

FResult 

(mg/L)

QC Date & 

Initials
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TSS (SM2540D/EPA 160.2)-TS(SM 2540B) Anatek Labs. Inc. Spokane

Sample Number Sample ID Dish ID Filter Wt (g) mLs used

Dry Weight 

#1

Dry Weight 

#2** 

Dilution 

Factor

IResult 

(mg/L)

FResult 

(mg/L)

QC Date & 

Initials
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TSS (SM2540D/EPA 160.2)-TS(SM 2540B) Anatek Labs. Inc. Spokane

Sample Number Sample ID Dish ID Filter Wt (g) mLs used

Dry Weight 

#1

Dry Weight 

#2** 

Dilution 

Factor

IResult 

(mg/L)

FResult 

(mg/L)

QC Date & 

Initials
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TSS (SM2540D/EPA 160.2)-TS(SM 2540B) Anatek Labs. Inc. Spokane

Sample Number Sample ID Dish ID Filter Wt (g) mLs used

Dry Weight 

#1

Dry Weight 

#2** 

Dilution 

Factor

IResult 

(mg/L)

FResult 

(mg/L)

QC Date & 

Initials
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